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Introduction
Parkinson's disease (PD) is a multi-system neurodegenerative disorder that impairs postural control and mobility, leading to reduced community ambulation [1] and increased risk of slips, trips and falls [2] . Accurate assessment of movement allows clinicians and researchers to monitor disease progression as well as response to intervention. Conventional three-dimensional video-based motion analysis systems allow for comprehensive kinematic and kinetic analysis of movement in PD. These systems require relatively large spaces, are expensive and require considerable expertise, limiting their use in the clinic and the home. Conversely, clinical assessment tools such as the Unified Parkinson's Disease Rating Scale (UPDRS) can be administered in daily clinical practice without any expensive equipment [3] . However, clinical assessment tools can be less comprehensive and often require subjective input. Trained professionals are needed for both conventional three-dimensional motion analysis and clinical assessment tools, requiring the patients to travel to the clinic or laboratory, or the clinician to travel to the patient's home. The time and cost of assessment often precludes frequent testing which would be useful when measuring within day fluctuation of movement symptoms (e.g. medication fluctuations).
The Microsoft Kinect is a camera-based sensor primarily used to directly control computer games through body movement. The Kinect tracks the position of the limbs and body without the need for handheld controllers or force platforms. Use of a depth sensor also allows the Kinect to capture three-dimensional movement patterns. We propose that this system has the potential for remote assessment of movement symptoms in people with PD, especially hypokinetic symptoms (reduced size and speed of movement). Early reports suggest the Kinect can identify pose [4] [5] [6] , simple stepping movements [7] and postural control [8] in healthy adults, although some have raised concerns about the accuracy of the skeleton model estimation during unconventional body postures or when using wheelchairs or walkers [9] .
There is also growing evidence for the use of exercise-based computer games (exergames) to retrain motor function in people with PD [10] , although evidence of their safety and efficacy are yet to be established [11] . Exergaming as a therapeutic tool incorporates functional, purposeful and engaging exercise in a quantifiable and reliable way that also encourages high volumes of practice and potentially improved motivation and adherence [12] [13] [14] . A player's movement can be recorded whilst playing a game using the Kinect, allowing clinicians to ensure their patients perform exercises correctly.
To date, the accuracy of the Kinect to measure movement has not been established in people with PD. The aim of this project was to assess the accuracy of the Kinect to measure functional and clinically relevant movements in people with PD. To achieve this aim, we compared movement in a group of people with PD captured concurrently with a Vicon three-dimensional motion analysis system (gold standard) and a Kinect sensor. Because the accuracy of the Kinect has not been fully established in control participants, we also tested a group of healthy adults to extend previous reports of the accuracy of the Kinect system in measuring upper and lower body kinematics.
Methods
Nine people with mild-to-moderately severe PD were recruited through local movement disorders clinics. Inclusion criteria for people with PD were: diagnosis of idiopathic PD (by a consultant neurologist with a specialist interest in movement disorders), absence of any other neurological problem or any severe comorbidity likely to affect gait, absence of dementia, adequate sight and hearing (with glasses or hearing aid if required), independently mobile indoors without a walking aid and no severe dyskinesias or prolonged off periods. People with PD were tested on the peak dose of their anti-Parkinson's medication. In addition, we also recruited a convenience sample of ten healthy controls. Inclusion criteria for controls were: absence of any neurological problem or any severe co-morbidity likely to affect movement, absence of dementia, adequate sight and hearing with glasses or hearing aid if required and independently mobile indoors without a walking aid. We did not attempt to match the control and PD group for age and sex, as a between group comparison was not the focus of this study.
Microsoft Kinect system
The Kinect is a motion sensor that can measure threedimensional motion of a person. Microsoft's 'Kinect for Windows SDK', was used to provide an Application Programmer's Interface (API) to the Kinect hardware. The API was used to interface with the Kinect sensor and its skeletal tracking software, providing an estimate for the position of 20 anatomical landmarks at a frequency of 30 Hz and spatial and depth resolution of 640 Â 480 pixels (Fig. 1A) . We used default smoothing parameters (correction factor of 0.5, smoothing factor of 0.5, jitter radius 0.05 m, maximum deviation radius of 0.04 m and future prediction of 0 frames).
Vicon motion analysis system
We used a 10 MX3+ infrared camera Vicon system (Vicon Motion Systems, Oxford, United Kingdom) as a gold standard to establish the accuracy of the Kinect. The Vicon tracked reflective markers placed on participants according to the industry standard 'plug-in-gait full body'' marker set (Fig. 1A) . Two additional markers were placed on the fingernail of the thumb and index finger to measure hand motion. The Vicon was calibrated to measure marker position to within 2 mm accuracy at a frequency of 100 Hz. Vicon data were filtered using a 20 mm 2 Woltering filter.
Procedure
Participants performed a series of clinically functional movements whilst being concurrently monitored with the Kinect sensor and a Vicon system. Participants stood directly facing the Kinect sensor at a distance of 3 m, which is adequate to collect accurate data [15] . The Kinect sensor was positioned 1 m from the ground, with the lens perpendicular to the floor and pointing towards the participant (along the x axis of the Vicon system). A researcher stood beside the Kinect to demonstrate the movements and ensure the participant's safety. The movements included standing still, reaching forward and sideways, stepping forward and sideways and walking on the spot. We also measured the accuracy of the following motor items on the UPDRS (Section 3): hand clasping, finger tapping, foot tapping and leg agility, sit-to-stand from a chair and hand pronation. Data from the systems were screened and time-synced visually prior to data extraction. As we wanted to examine the absolute accuracy of the Kinect system, the data were neither spatially nor temporally normalised. We used the original time stamped data as we did not want to introduce noise by upsampling the Kinect data or lose resolution of the Vicon data by down-sampling (see Fig. 1 for an example trace of Vicon and Kinect data). Ethical approval was obtained from the North EastSunderland Research Ethics Committee and all participants signed an informed consent form prior to this study.
Data processing and analysis
The movements and associated outcome measures are described in Table 1 . Given the differences between the Kinect skeleton and Vicon plug-in-gait models, we simplified the comparison of the two systems by using either range of motion of a single marker or two-dimensional sagittal and frontal plane kinematics where appropriate. The mean range of motion and timing of each repetition were used as outcomes except for sit-tostand which was expressed as the total duration of the test in keeping with standard clinical reporting, and mean trunk flexion which was calculated over 10 s of still standing. To avoid redundancy, we analysed the right limb only for unilateral movements. The Kinect skeletal model did not allow for measurement of forearm pronation/supination directly; therefore we measured the vertical displacement of the wrist for each repetition as a proxy measure for the timing and magnitude of forearm pronation/supination.
We assessed mean bias between the two systems (KinectVicon) using a series of repeated-measure two-sided t-tests. Pearson's r correlation was used to assess relative agreement between the two systems. Absolute accuracy was measured using intra-class correlation (ICC 2,1 ) and 95% limits of agreement. Limits of agreement were expressed both in absolute terms and as a proportion of the group mean. Bland and Altman plots were used to inspect the error scores between the two systems in respect to the mean scores [16] . Analysis for control and PD participants was conducted separately. A p < 05 was used to guide interpretation.
Results
The ten control participants (Mean (sd); Age: 27.5y (5.0); 5 females, 5 males) and nine people with PD (Age: 68.2y (8.3); 6 females, 3 males) completed the testing session without incident. People with PD were all community-dwelling and had mild-moderate symptoms (Activities-specific Balance Confidence (ABC) Scale: 87.3
Author's personal copy (22.5); UPDRS III (motor examination): 18.9 (7.9); Hoehn and Yahr stage I: 3, II: 5, III: 1). We were not able to obtain clean signals of hand clasping for four PD participants. In addition, the Kinect system was not able to produce usable data for toe-tapping and finger tapping movements for a majority of the participants therefore no results are presented for these two movements.
Temporal accuracy
The Kinect was able to accurately measure the timing of each of the movements (Table 2 ). Bland and Altman plots suggest that there was no relationship between the error of the Kinect sensor and the mean timing of movements (supplementary material 1). There was no significant bias between the two systems, apart from a tendency for the Kinect to underestimate the duration of the sit-to-stand by 0.5% and overestimate stride time for walking on the spot by 2.1% for controls, and overestimate elbow flexion duration by 1.3% for the PD group. Limits of agreement were under 10% of the group mean, indicating very good absolute agreement for all movements apart from hand clasping and pronation/supination for both groups and lateral trunk flexion for controls. Pearson's and intra-class correlations were excellent, above 0.9 for all movements.
Spatial accuracy
The magnitude of error was not related to the magnitude of the movement, apart from sit-to-stand, whereby the Kinect tended to underestimate for shorter distances and overestimate for larger distance (supplementary material 2). The Kinect significantly underestimated range of motion for lateral flexion, hip kinematics during forward stepping and side stepping, vertical knee height during leg agility movements, and overestimated arm kinematics for shoulder flexion and abduction, and elbow flexion movements (Table 3) . Relative 95% limits of agreement under 10% were only found for sit-to-stand and arm abduction, with particularly poor absolute agreement for hand clasping and walking on the spot. The generally poor absolute agreement was reflected in lower ICCs. Despite the poor absolute agreement, there was a strong positive linear correlation between Kinect and Vicon measurement apart from standing trunk flexion and hand clasping. Poor Pearson's correlations and ICCs were also noted for arm pronation for people with PD but not controls.
Discussion
To the best of our knowledge, this is the first study to establish the accuracy of the Kinect in people with PD. We found that the Kinect was able to accurately measure timing of clinically relevant movements in people with PD and, to a lesser extent, the range of motion of those movements. These results contribute to the eventual goal of developing the Kinect as a low-cost system for monitoring PD movement symptoms in the home.
Our findings concur with those of Clark et al. [8] who showed good agreement between the Kinect and Vicon for measuring trunk and lower limb kinematics during standing balance tests in 20 healthy adults. In addition, we have been able to extend what is known about the accuracy of the Kinect system for measuring upper and lower body kinematics. A case study by Ferná ndezBaena et al., reported the Kinect underestimated sagittal knee and hip range of motion during a forward step in one young adult by less than 108 [7] . Similarly, we found the Kinect system underestimated hip flexion by 58 during a forward step and hip abduction by 48 during a side step, in addition to reasonably small (<108) 95% limits of agreement.
We also investigated the accuracy of upper limb kinematics with the Kinect, because PD can have a significant effect on reaching and grasping [17] . Upper limb motion may also be a viable method of controlling exergames for people with PD who are unable to stand safely for extended periods. We found the timing of repetitive shoulder and elbow kinematics was measured very accurately by the Kinect system. Although the range of motion was overestimated by the Kinect, the relative agreement was still very good. This suggests that the Kinect measures gross upper limb The UPDRS III (motor examination) is a well recognised and validated tool to measure the severity of motor disability in people with PD [3] . One of our eventual goals is to instrument the UPDRS III using the Kinect, thus providing clinicians and researchers with remote assessment of PD symptoms. Encouragingly, we found that both the timing and spatial characteristics of gross movements, such as sit-to-stand, could be captured using the Kinect and may act as good quantitative surrogates for the respective items on the UPDRS III. The Kinect was able to measure the timing of smaller movements reasonably well, such as hand clasping, but not the spatial characteristics (e.g. Fig. 1C ). These difficulties measuring fine movements were illustrated by not being able to obtain clean measures of hand clasping in four participants with PD, nor could we extract meaningful data for many of the participants for toetapping and finger tapping. Using more precise hand models [18] than the built in skeleton model provided with the Kinect software may result in more accurate hand movements. For example, using vertical displacement of the Kinect hand marker, in the absence of a more detailed hand model is likely to have resulted in inaccuracies detecting hand clasping and finger tapping movements in this study.
The Kinect was not able to collect the spatial characteristics with the same precision as the timing characteristics. For example, ICCs for all temporal characteristics were above 0.9 but ranged from .009 to .989 for range of motion. Despite this, the relative agreement of measurements (Pearson's r correlation) were generally strong. First, this indicates the Kinect may be most useful for measuring slowness of movement in people with PD rather than the reduced size of movement. Second, although the measurement of the range of movement may not be as accurate as the Vicon, the Kinect may still be useful to track relative withinperson change in movement over time, such as the worsening of movement symptoms with disease progression or improvement due to intervention. However, retest reliability of the Kinect to measure functional movements is yet to be established.
Further development is required before the Kinect can be used to measure movement symptoms in a home-based setting. First, the accuracy of the Kinect may be improved with a combination of better spatial resolution, more precise estimation of anatomical landmarks and using the optimal orientation of the Kinect relative to the person. The newer ''Xbox One Kinect'' sensor will have improved spatial and temporal resolution, potentially improving the accuracy of fine movements, such as hand clasping and toe tapping, and facilitate more precise anatomical models. Some of the inaccuracies of the Kinect can be explained by the limitations of the Kinect to estimate anatomical landmarks. There have been several recent advances in estimating the body position and movement using a single Kinect depth sensor [5, [19] [20] [21] . It is likely that using these techniques in the current study, instead of the in-built 20-point skeleton model, would have produced more accurate results for spatial characteristics for finer movements such as hand clasping. In addition, only capturing the 'front surface' of a person, unlike conventional marker-based three-dimensional motion analysis systems also limits the accuracy of the anatomical models. Posing at a 45 degree angle in relation to the Kinect may improve the spatial accuracy of measuring standing trunk flexion, hand clasping, finger tapping, as well as distinguishing the foot from the floor and determining knee location when the leg is straight. Estimating movement whilst seated (e.g. toe tapping) may also introduce error using the Kinect, as the legs of the chair may mistakenly be identified as part of the participant [9] . Attempts have been made to combine information captured concurrently with multiple Kinect sensors to improve the accuracy of tracking movement [20] . Using more than one sensor may help improve the accuracy of the Kinect in research laboratories or clinics, however multiple sensors may not be as cost effective or practical for homebased deployment. It is also possible that slight discrepancies in the orientation of the Kinect sensor in relation to the Vicon system may have introduced additional error between the two systems however given the excellent agreement for some movements such as sit-to-stand we expect this error to be quite small. Second, because our sample of PD participants had only mildmoderately severe motor symptoms we cannot say whether the Kinect is able to measure movement accurately in people with more severe motor symptoms, such as noticeable dyskinesia, without further testing. Third, although we have shown the Kinect can measure hypokinetic symptoms in people with PD, it remains unclear whether the Kinect can measure tremor and rigidity, two additional movement symptoms of PD. Finally, user-friendly software is needed to guide people through the testing process as well as a means to transfer testing information to the clinician.
Conclusion
The Kinect system has potential to be a low-cost, home-based sensor to measure movement symptoms in people with PD. The Kinect can accurately measure the timing and gross spatial characteristics of clinically relevant movements but not with the same spatial accuracy for smaller movements, such as hand clasping or toe tapping. Measurement of the timing of movement will provide the most accurate and stable outcomes, however the Kinect may also be useful in tracking the relative worsening or improvement for both the timing and size of movements over time. Further development is needed to improve the tracking of smaller movements and develop user-friendly software to monitor PD symptoms in the home.
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